Evaluation of the Olympus AU 400 clinical chemistry analyzer.
The performance of the Olympus AU 400 clinical chemistry analyzer was evaluated according to the guidelines of the European Committee for Clinical Laboratory Standards. The following analytes were tested: glucose, urea, creatinine, calcium, AST, ALT, CK, LDH, ALP and amylase. The Olympus AU 400 was compared with the Olympus AU 800. Coefficients of correlation showed high correlation between the compared analyzers. Other performances (intra- and inter-assay variation, carry-over and interferences) of the analyzer were satisfactory.